Voltammetric determination of the chlorine content of aqueous solutions, using a silicone-rubber based graphite electrode.
A method for the determination of chlorine and hypochlorous acid in 0.1N sulphuric acid by voltammetry is described. The method may be applied to stirred and flowing solutions and has a possible use in the monitoring of sewage effluent systems.